
  Using A-BNC-HP

Using A-BNC-HP to listen to Biopotentials
The A-BNC-HP can be used to listen to Biopotentials being recorded by the IX-TA-220 or the IX-RA-
834. 

Signals that is being recorded on any channel of the IX-TA-220 or the IX-RA-834 can be output on the 
S1 or S2 Stimulators.  

• Plug the A-BNC-HP into the S1 stimulator output of the recorder

• In LabScribe open the Preferences dialog box and setup your recording
channels and the sampling speed.  Close the preferences dialog box and
make sure that all your channels are setup properly.

• Re-open the  Preferences dialog and go to the Stimulator tab.  For the S1 stimulator 

◦ Choose Analog Channel

◦ Start Stimulator with Recording

◦ Set the Analog Channel to the Biopotential channel that you want to output to the S1 
stimulator.


	Using A-BNC-HP to listen to Biopotentials

