
IMS-1-Human Inertial Measurement Unit – 
SetupIXTA

Experiment IMSx: 3, 6, 9 axis Inertial Measurement System

Equipment Required

PC or Mac Computer

iWorx Recorder with iWire, such as the IX-TA, IX-TA-ROAM, IX-RA

USB cable, power supply 

iWire-IMSx 3, 6 or 9 axis inertial measurement system

Iwire-IMSx Setup

1. Locate the iWire-IMSx unit as shown in below figure

2. Plug the iwire port connector to the Iwire port on the front of the iWorx recorder
3. Turn on the recorder.

Note – You must connect the iWire-IMS9 to the iWorx recorder such as IXTA prior to turning it 
on.

4. Open the LabScribe software.

5. Proceed to step 6 if you see both recorder and Iwire-IMS9 in the software window. If 
not please perform step 2 and 3 again.

6. In the LabScribe software, click on edit and then select Preferences.
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7. In the channel window select all the channels of IMSx (i1x, i2y…..etc) as shown below

8. Place the front white end of the iWire-IMSx to the measurement area as shown in below 
image.

9. Click on Record button in the software.

10. Perform all movements to see different values.
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